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DRAFT verification 1202005 P1 

Need to answer no 1. about FBs and Js. 

The report on the Dimock Verification/Completeness Check for file 1202005 FINAL Part 1 of 3 R33907 03 15 12 1429.pdf 
was reviewed and below are the responses for your consideration. 

File 1202005 FINAL PART 1 of3 R33907 03 15 12 1429.pdf 

1. Copper was found above the RL in FB18 collected on 2/15/12. FB16 collected on 2/13/12 and FB17 collected on 2/14/12 
did not contain copper above the RL. Results for copper for HW07 should be 
in batches BB21502 Hw27z and HWl 
HWl -PF, HW57-PF and 

were "0'-'"S''"" 

Response: W 

2. The RPD for arsenic for sample HW27 (lab #1202005-08) exceeded the RPD criterion. Since the source result and the 
are within five times the RL and it is not to ascertain if the in the batch are 

this reviewer agrees with the to HW27 The 
column. 

Response: We Agree. 

3. The MS recovery for sample HW53 (lab #1202005-14) exceeded the 70-130% criterion. Since it is not ~v~~w'" to ascertain 
in the batch are this reviewer agrees with the to HW53 

The column. 

Response: We Agree. 

4. The LCS recovery for tin for Batch BB22103 exceeded the 85-115% criterion. No additional are 
since the were non-detect for tin in this batch. 

Response: We Agree. 

5. The RPD for nickel for sample HW03 (lab #1202005-34) exceeded the RPD criterion. Since the source result and the 
are within five times the RL and it is not to ascertain if the in the batch are 

this reviewer agrees with the to HW03 The 
column. 

Response: We Agree. 

6. There were several metals that exceeded the secondary MCLs: Aluminum for HW57-PF; iron for HW57, HW03 and 
HW03z; and manganese for HW53, HW57, HW03, HW03-F, HW03z, HW03z-F and HW07 

Response: No comment. 

7. There were several non-typical metals that were detected in some of the drinking water samples for which no MCLs are 
available: Strontium for HW27z-F, HW27-F, HW55-F, HW27z, HW27, HW55, HW11-P, HW11, HW57-P, HW58, HW11-PF, 
HW11-F, HW58-F, HW03, HW03-F, HW03z and HW03z-F and uranium for HW27z-F, HW27-F, HW55-F, HW27z, HW27, HW55, 
HW11-P, HW11, HW53, HW53-P, HW57-P, HW58, HW11-PF, HW11-F, HW53-F, HW53-PF, HW58-F, HW57-PF, HW57-F, 
HW57, HW07 and HW07-F. 
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Response: No comment. 

8. It is assumed that all required instrument QC in the method was run and was within the criteria listed in the EPA R3 SOPs 
since this information is not available in the laboratory report. 

Response: Correct 
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